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CALIBRATION CERTIFICATE & REPORT

CUSTOMER VANO TOOLS

CERTIFICATE No. 29102405

DATE 29-10-2024

EQUIPMENT CALIBRATOR 1000 AC/DC

SERIAL No. TA051843395

MANUFACTURER TECHNICAL ARC LTD

AMBIENT TEMPERATURE 18 +/-3deg C

RE-CALIBRATION DUE 28-10-2025

TOLERANCE +/-0.5% FSD, + /- 1 DIGIT

AC CURRENT ACVOLTAGE

PANEL ' ' PANEL

UNDER [JACTUAL DEGREE OF |MAX ERROR PASS / UNDER JACTUAL DEGREE OF MAX ERROR PASS /

TEST READING |ERROR ALLOWED FAIL TEST READING ERROR ALLOWED FAIL
58 58,1 0,1 6,0 PASS 11,1 11,01 0,09 0,60 PASS
255 254,4 0,6 6,0 PASS 21,8 21,61 0,19 0,60 PASS
517 516,6 0,4 6,0 PASS 55,7 55,41 0,29 0,60. PASS
743 743,8 0,8 6,0 PASS 727 72,46 0,24 0,60 PASS
987 988,2 1,2 6,0 PASS 98,8 98,66 0,14 0,60 PASS

DC CURRENT DC VOLTAGE

PANEL PANEL

UNDER |JACTUAL DEGREE OF |MAX ERROR PASS / UNDER JACTUAL DEGREE OF MAX ERROR PASS /

TEST READING |ERROR ALLOWED FAIL TEST READING ERROR ALLOWED FAIL
46 48,6 2,6 6,0 PASS 13,5 13,65 0,15 0,60 PASS
252 253,5 1,5 6,0 PASS 25,0 25,14 0,14 0,60 PASS
518 518,4 0,4 6,0 PASS 48,4 48,55 0,15 0,60 PASS
765 765 0,0 6,0 PASS 74,3 74,48 0,18 0,60 PASS
987 987,1 0,1 6,0 PASS 89,5 89,40 0,10 0,60 PASS

CALIBRATED BY: A. MOSELEY SIGNED:

CALIBRATION EQUIPMENT USED SERIAL No. Expiry Date |Certificate No.

S$1000 PRECISION SHUNT 1000A TA0821SP001 19-09-27 52461

FLUKE 8845A 6 1/2 DIGIT PREC.MULTIMETER 4543024 19-08-25 | 1632392

This certificate provides traceability of measurement to recognised National Standards, and to

the units of measurement realised at the National Physical Laboratory or other recognised national
standards laboratories. Copyright of this certificate is owned by the issuing laboratory and may not
be reproduced except with prior written approval of the issuing laboratory.



